AIm: To determine whether translaminar facet screws can provide stability equivalent to pedicle screws in two-level anterior lumbar interbody fusion.
Do Translaminar Facet Screws Have the Same Stability as Pedicle Screws in Two-level Anterior lumbar Interbody Fusion? A Biomechanical Study

İki Seviyeli Anterior Lumbar İnterbody Füzyonda Translaminar Faset Vidalarının Stabilitesi Pedikül Vidalarıyla Aynı mıdır? Biyomekanik Bir Çalışma
InTRoduCTIon
Anterior lumbar interbody fusion (ALIF) augmented with posterior instrumentations has been widely used in recent years to treat a variety of spinal diseases (9, 12) . Clinically, pedicle screw provides the most rigid fixation and regarded as golden standard, but the procedure requires extensive dissection of the paraspinal muscles and increased risk of neurologic damage and vascular injury. In comparison, translaminar facet screw fixation is less complex procedure and can be performed via minimal invasive techniques, and biomechanical studies on single-level ALIF show translaminar
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facet screw can provide comparable stability as pedicle screw (1, (3) (4) (5) .
However, many ALIF procedures were performed on two or multi-levels, and in the reports from Shim et al (13), Thalgott et al (14) and Best et al (2), 35%, 40% and 41.8% of the total patients had more than one level fused. While, few studies has been published on the biomechanical properties of two or multi-level ALIF in English literatures. A study on the subject may be necessary to help spine surgeons to select instrumentations in surgery and decide surgery strategy.
Therefore, we proposed a study using fresh human lumbar spine specimens to investigate the biomechanical features of two-level ALIF augmented with pedicle screws or translaminar facet screws, and our objectives were: 1) to quantify the amount of destabilization in extension loading of two-level ALIF and the restabilization after augmentation with posterior fixation; 2) to compare the construct stability of two-level ALIF supplemented with translaminar facet screws to that supplemented with pedicle screws.
MATeRIAl and MeTHodS
Specimen preparation
Twelve fresh human lumbar spines from L1-5 were procured for the test. Each spine was thawed overnight at room temperature and residual muscle tissue resected without disrupting the intervertebral discs and ligaments. The L5 segment was embedded in polymethylmethacrylate, and a loading frame was attached to the L1 vertebra.
Biomechanical testing
The spinal segment was mounted on a customized loading frame. A six-axis load cell was mounted in series to the caudal vertebra to verify the moments and forces applied. 400N of constant compressive preload were applied to the spine along the path that follows the lordotic curve of the spine to minimize its contribution to the shear and bending forces (10). 7.5 Nm moment was applied through the most cranial vertebra through a pulley-weight system in six directions: flexion, extension, right and left lateral bending, right and left axial rotation (Figure 1 ). 12 markers reflecting infrared light were attached to each of the L1, L2, L3, L4 and L5 vertebra. Spinal motion at each lumbar level was measured with an optical based motion tracking system at each loading step. Rotational angles at operation levels were then obtained.
The specimens were tested first in intact spine, then standalone two-level ALIF (anterior stand-alone cage, 9mm height, Intromed, Germany), following the two-level ALIF augmented with pedicle screws (Tenor, Sofamor Danek, USA) or translaminar facet screws (4.5 mm cortical screw). The specimens were instrumented in a random manner with either pedicle screw or translaminar facet screw fixation construct. All surgical procedures simulated those used clinically at our institution, and were performed by one clinically active spine surgeon.
Statistical analysis
The values of right and left lateral bending were averaged to represent the value of lateral bending, and the value of right and left axial rotation were averaged to represent the value of axial rotation. Stiffness of the operative segment was derived from the linear region of load-displacement curve in the six directions. Statistical comparison of the parameters among the intact spine, stand-alone two-level ALIF, ALIF augmented with translaminar facet screws and ALIF augmented with pedicle screws, was performed using analysis of variance (ANOVA). Statistical significance was determined at 95% confidence level. All statistical analyses were performed using SPSS software version 17.0 (SPSS, Inc., Chicago, IL).
ReSulTS
Range of Motion at operative level
The range of motion at operative level in intact spine, twolevel ALIF and two augmented ALIF constructs are displayed in Figure 2 . The intact spine present the largest range of motion in flexion, lateral bending and axial rotation, while in extension the range of motion in intact spine is significantly lower than that in two-level ALIF (p<0.05). The range of motion in ALIF augmented with pedicle screws or translaminar facet screws is significantly lower (p<0.05) than those in intact spine or two-level ALIF under all loading directions, while 
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there is no significant difference between two augmented ALIF constructs (p>0.05) (Figure 2 ).
Stiffness of Operative Level
The mean stiffness of operative level in intact spine, standalone two-level ALIF, ALIF augmented with pedicle screws or translaminar facet screws are listed in Table I . The stiffness of operative segments in stand-alone two-level ALIF was higher than that in intact spine (p<0.05) in flexion, axial rotation and lateral bending, but lower (p<0.05) in extension. In all loading directions, the operative segments augmented with pedicle screws or translaminar facet screws were significantly stiffer than those of intact spine (p<0.05) or stand-alone twolevel ALIF (p<0.05). However, there is no statistical difference between the two augmented ALIF constructs (p>0.05) ( Table  I) .
dISCuSSIon
In the current study, we performed a biomechanical investigation on two-levels ALIF augmented with pedicle screws or translaminar facet screws using fresh human lumbar spine specimens. To the best of our knowledge, few studies have been performed on the subject.
Many biomechanical studies confirmed stand-alone cage specimen increased biomechanical stability in comparison to the intact motion segment in flexion, axial rotation and lateral bending, but decreased in extension in one-level ALIF. In the present study, the stiffness of operative level in two-level ALIF is larger, and the range of motion is lower than those of intact spine in flexion, axial rotation and lateral bending, but in extension the stiffness is decreased and the range of motion is increased in two-level ALIF, indicating the extension instability in two-level ALIF. Similar as onelevel ALIF, the removal of anterior longitudinal ligament and anterior annulus and distraction of facet joints can be the interpretation of extension instability in two-level ALIF (8). Subsequently, stand-alone two-level ALIF can't be recommended in spine surgery.
Clinically, posterior instrumentations, such as pedicle screw and translaminar facet screw, have often been used to augment ALIF. Among these instrumentations, ALIF supplemented with pedicle screws, was regarded as golden standard. Most studies in one-level ALIF indicated pedicle screw fixation yields superior biomechanical stability compared to translaminar facet screw fixation (7, 8). Eskander et al (4) performed a study on two-level ALIF and concluded translaminar screws have similar stability as pedicle screws. However, his experiment was done using only six human cadaver specimens, and Eskander claimed the small sample size may affect the final result and suggest two-level ALIF augmented with pedicle screw tend to have less range of motion and may be stiffer than translaminar facet screw. As a result, the biomechanical properties of two-level ALIF augmented with pedicle screws or translaminar facet screws are not completely clear,
In the present study, the two posterior instrumentations significantly increase the stiffness and stability, and decrease the range of motion in two-level ALIF. However, different from one-level ALIF study, there is no significantly difference of stiffness and range of motion in operative segments between the two posterior instrumentations. Our result may indicate the advantages of translaminar facet screws, which can obtain a stable fixation of lumbar function segment just by two screws, while pedicle screws need four screws and two rods to realize the same fixation. Some literatures suggested two or multi-levels fixations may decrease the stability of instrumentation compared to one level fixations (6). In our opinion, too many screws, rods and the connection between rods and screws may decrease the stiffness and weaken the stability of fixation systems. Consequently, the pedicle screw did not show more stability than translaminar facet screw in two-level ALIF.
The present study show translaminar facet screw fixation is alternative forms of spinal stabilization which appears to provide similar stability at operation level. Moreover, the inexpensive posterior instrumentation, as the less invasive form of posterior fixation methods, can overcome the disadvantage of traditional pedicle screws (11). Consequently, we suggest that translaminar facet screws be the perfect alternatives of pedicle screws in two-level ALIF.
However, the present study has its inherent limitations. We performed the test using human spines, while no muscle forces were applied and the loads are simplified, which may have some influence on final results. In addition, our study focused only on immediate stability of the motion segment, while cages subsidence, relaxation of the anulus, or loosening of screws may affect stiffness and stability of the lumbar function segments and lead to different results in long-term tests, and to further clarify these effects, more studies would need to be performed in the future. 
